Device entrapped in subvalvular apparatus: 
A surprising result

Dispositivo retido no aparelho subvalvular: um resultado surpreendente

Marta Madeira\textsuperscript{a,b,*}, Liliana Reis\textsuperscript{a}, Rogério Teixeira\textsuperscript{a,b}, Paulo Dinis\textsuperscript{a}, Marco Costa\textsuperscript{a}, Lino Gonçalves\textsuperscript{a,b}

\textsuperscript{a} Centro Hospitalar e Universitário de Coimbra, Coimbra, Portugal
\textsuperscript{b} Faculdade de Medicina da Universidade de Coimbra, Coimbra, Portugal

Received 26 February 2017; accepted 3 May 2017

A 72-year-old woman with a history of mechanical aortic prosthesis since 2010 and early infective prosthetic endocarditis (medical treatment) was hospitalized for acute heart failure in February 2015. Transesophageal echocardiography showed a severe paravalvular leak in the posterior portion of the aortic prosthesis (Figure 1A, arrow) and a pseudoaneurysm with fistulization to the left ventricle (LV) and aorta (Figure 1B, arrow), moderate mitral regurgitation and mild LV systolic dysfunction. Surgery was considered high risk and percutaneous closure of the paravalvular leak was attempted. The procedure was guided by fluoroscopy and transesophageal echocardiography. After confirming the stability of the device (Amplatzer\textsuperscript{c} Vascular Plug II 12 mm/9 mm) and reduction of the paravalvular leak without functional compromise of the mechanical prosthesis (Figures 2A and 2B, arrow), the device was released. Minutes after deployment, the device migrated into the LV (Figure 3A, arrow and Supplementary data online, Movie S1). The device could not be retrieved (Figure 3B, arrow). Echocardiography images showed the device lodged beneath the posterior mitral leaflet, entrapped in the subvalvular mitral apparatus, with no significant compromise of mitral valve function (Figures 4A, arrow and 4B, arrow and Supplementary data online, Movie S2). Follow-up echocardiographies showed the device still in the same position. The patient died of sepsis due to a \textit{Clostridium difficile} infection 58 days after admission (one month after the procedure). This case illustrates a rare and dramatic complication of percutaneous leak closure, but without significant hemodynamic impact on mitral valve and LV function.
Figure 1  Severe paravalvular leak in the posterior portion of the aortic prosthesis (A, arrow) and pseudoaneurysm with fistulization to the left ventricle and aorta (B, arrow).

Figure 2  Reduction of paravalvular leak without functional compromise of mechanical prosthesis and confirmation of its stability (A: fluoroscopy; B: transesophageal echocardiography).

Figure 3  Migration of the device into the left ventricle (A) and attempt to retrieve it with a snare (B).
Device entrapped in subvalvular apparatus: A surprising result

**Figure 4**  Device entrapped in the subvalvular mitral apparatus (A), with no significant compromise of mitral valve function (B).

**Conflicts of interest**

The authors have no conflicts of interest to declare.

**Appendix A. Supplementary material**

Supplementary material associated with this article can be found in the online version at doi:10.1016/j.repc.2017.05.015.